MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

2\ STATE PUBLIC HEALTH LABORATORY
L€ BreATH ALCOHOL PROGRAM [gfgﬂfgf waatom oee s m]
“HHGT DATAMASTER MAINTENANCE REPORT T REPORT €5

Complete this repoit at the time of the regular monthly prevenlive malntenance check (no! 1o excead 35 days).
Complela this reporl whenever the Instrumenl is serviced or repaired and whenaver il Is placed into sarvica.
Retain the original and sand a copy wilhin 15 days lo the Breath Alcoho! Program, DHSS.

TIAFAMBAS TR S MAME OF AGENCY DATE OF iNSFECTION
950003 Cuba PD 121212013
LOCATKON OF iMSTRUMENT (BTREET AND CiEy) TIME OF INSPECTION
2920 North Shamrock Road, Jefferson City 13:04

CHECKLIST: Place a mark in he box by each jtemn Il found lo ba salistactory or H oparating within eslablished Himils, (Write in observed valies
where delermined.} Unmarked items must be eorrecled befors using instrumenl.

DIAGNOSTIC CHECK (PRINTQUT ATTACHED) DATE AND TIME {rrém printout) ____ 12M122013 @ 13:04
v COMPUTER V) DETECTOR
PROGRAM FILTERS
HEATERS SAMPLE CHAMBER ___ +49°C i/l OUARTZ STANDARD
[V] FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED (W PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER __ Guih Laboratories LOT # 13280 EXP. DATE __ 10/16/2016
M SIMULATOR TEMP (34°C s 0.2°c) ___13400°C gquuiatorsn __ DRS375  gxppate  04/15/2014

i/l CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT}

Run three lesls using a slandard solulion. All lhree tests must be within 5% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solulion being used. (PRINTOUT ATTACHED)

W] 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[ ]0.080% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INCLUSIVE
[(10.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST 1 = A0t TEST 2 & J00 TEST3 & 100

PERFORM R.F). TEST (PAINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS O |[(0-04) 0 {.05-.08) 0 {(10-14) 0 (.15-.19) 0 OVER.t3 0

LIST AHY NEW PARTS AND BESCRIBE ANY ALTERATION OR MODIFECATION THAT WAS MADE TO RESTOAE THE INSTAUMENT TO OPENATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF NECESSARY),

Replaced breath {ube. Replaced printer driver PC board. Cleaned printer mechanism's pinch roller & capstan, as well as lubricated printer head worm gear.
Tighlenad loosa VAPOR IN simulator porl on rear chassls and replaced eracked o-ring. Replaced printer ribbon.

INSPECTING OFFICER ' v e LR
SIGNATURE g \ o PRINT FULL NAME
» I ppdMa A

,U{}( Dewayne D. Carver

TYPE 1 PEAMIT nwur—:ﬁ;s;(mms;@f) ) FELEPHONE NUWMBER
230101__. {" A 05/28/2015 (573} 761-4722
RETUAN COMPLETED REPORT TO THE: Brealh Alcohol Pragram, MO Daparlmant of Heallh and Senlor Services, Southeas! Districl Office

2875 James Blvd.

Poplar Bluif, MO 63901

WO 550-1453 12 £8) ; ) AN COAE OPIMONTUNIT VAR ITBAATIVE 31 ON EAPLOTER _ LA 16
) sonviges prrmirind o @ nanrksonmatory asy




GUTH LABORATORIES, INC.

500 NORTH &7ih STREET @ HARRISBURG, PA 17411- 4611 ® TELEPHONE: 7175848470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatogtaphy on October 18, 2013, using a Perkin Elmer Gas
Chiomatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this ot
number is October 16,2015 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducied using Cerilllant Reference Standard lot number FNI22211-02 whose
values are traceable to NIST. ) .

All balances are calibrated annually by an outside agency using NIST traceable weights.
Calibration verification Is done prior to each use utilizing NIST traceable weights,
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~ FACE THIS SIDE DOWN --THIS EDGE IN FIHST I

BAC DataMaster
Evidence Ticket

HIESDUEI_ETHTE'HIGHMH? PHTRIOL

BAC DATAMASTER SERIAL MUMEER 950663

12012013

TERTING OFFICER:
CARVERTIEWRYHE /D
OFFICER 1.D.: 041
PERMIT HUMEER: 23181
EXPIRATION DATE: 852815
WISCELLANEOUS D8TA:
1B YAPDR RCCURACY CHECK
BUTH LABS LT 13230 EXF 107167

~ SUPERVMIZOR MODE -——-

BLAWK TEST « B35
IHTERMRL STANDARD YERIFIED
EXTERMAL STRMDARD - B RE)!
ELANK TEST pisis
. EXTERHAL STAMDRRD B LsE
BLAHK TERT ' H5E
EATERMAL =TANDARD . 1o
BLANK TEST < G
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REORDER ALL SUPPLIES FROM N,P.A8.
P.Q, BOX 1435, MANSFIELD OH 44901

FACE THIS SIDE DOWN THIS EDGE IN FIRST

FRREST TIME:

BAC DataMaster
Evidence Ticket

MISSOURT 3TATE HIBHMQ? PATROL

EAC DATRAMASTER SERIAL MUMEER 950503

igs12-13

Gt
SUBJECT HAME:

l:<
B 918161
STATE/D.L, ¢ BX#H
HFRE?TIFR OFFICER:

DFFIEER IOt ¥
TESTING OFFICER:
CARVER/DEMAYHE-T
DFFICER [.D0.: 041
PERMIT HUMBER: 228181
EXPIRATION DRATE: AS-23-15
RIZCELLAMEOUS DATA:
RF1 TEST
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